[The designing of implanted electric stimulators of the osseous tissue].
The paper contains a description of the main principles of designing the implanted electrostimulators for osteoreparation. The shapes of implanted electrostimulators bodies and of their electrodes as well as the used materials and elements' base are grounded. A design of an implanted electroosteostimulator for the single-channel stimulation is presented.